Cutting device in ocular pathology.
Preservation of intraocular pressure during routine opening of an eye in the pathology laboratory is important to retain the anatomic interrelationships. For this purpose we have devised a closed-chamber system by which the globe is held intact while it is bisected or while a calotte is excised.